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Abstract. We introduce a new method of rotational image acquisition for four-dimensional (4D) optical coherence
tomography (OCT) of beating embryonic chick hearts. The rotational axis and the central A-scan of the OCT
are identical. An out-of-phase image sequence covering multiple heartbeats is acquired at every angle of an
incremental rotation of the deflection mirrors of the OCT system. Image acquisition is accomplished after a
rotation of 180◦. Comparison of a displayed live M-mode of the central A-scan with a reference M-mode allows
instant detection of translational movements of the embryo. For calculation of 4D data sets, we apply an image-
based retrospective gating algorithm using the phase information of the common central A-scan present in all
acquired images. This leads to cylindrical three-dimensional data sets for every time step of the cardiac cycle that
can be used for 4D visualization. We demonstrate this approach and provide a video of a beating Hamburger and
Hamilton stage 16 embryonic chick heart generated from a 4D OCT data set using rotational image acquisition.
C©2011 Society of Photo-Optical Instrumentation Engineers (SPIE). [DOI: 10.1117/1.3622491]
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1 Introduction
In vivo analysis of cardiac physiology and noninvasive imaging
of the beating early embryonic heart remain a challenge in car-
diovascular development research. Due to its imaging qualities
with approximately 5 μm resolution and a maximum penetration
depth of around 2 mm in soft tissue,1 optical coherence tomog-
raphy (OCT) has gained remarkable importance in this field.
OCT systems have been used for real-time two-dimensional
(2D) video recording of the beating embryonic heart.2–5 For ac-
quisition of three-dimensional (3D) data sets over time [referred
to as four-dimensonal (4D)], it is essential to use gating tech-
nologies to minimize motion artifacts. It has been shown that
in vivo gating is possible in avian embryonic hearts by using a
laser Doppler velocimetry signal.6 More recently, retrospective
gating technologies were deployed.7–10 In these studies, a time
series of 2D images at several positions along the heart volume
was used to produce a time sequence of 3D volumes of the beat-
ing heart. Rearrangement and validation of the asynchronously
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acquired input data were based on image similarity of adjacent
pictures and a perpendicularly recorded B-scan or a repetitive
low-resolution 3D volume scan. These techniques allow detec-
tion of artifacts due to movements of the embryo or the yolk only
after completion of image acquisition, as the described experi-
mental setup did not aim for recognition of movements during
recordings.
In our study, we introduce a novel technique that uses a ro-
tational scan mode of a swept-source OCT system for imaging
the beating embryonic chick heart (Fig. 1). The central A-scan
is identical with the rotational axis. Thus, the heart phase can
be synchronized in every rotated image plane using the phase
information of the central A-scan. A rotation of the image plane
of 180◦ allows the creation of a complete 4D dataset of the beat-
ing embryonic heart. Additionally, continuous monitoring of the
M-mode of the central A-scan and comparison to a reference M-
mode recorded at the beginning of the scan provides immediate
information about translational movements of the embryo.
2 Experimental Methods
2.1 Embryo Preparation
Fertilized chicken eggs (Lohmann Tierzucht GmbH, Cuxhaven,
Germany) were incubated at 38.0 ◦C in a still air incubator (Siep-
mann, Herdecke, Germany). After designated time periods of
1083-3668/2011/16(9)/096007/6/$25.00 C© 2011 SPIE
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Fig. 1 Schematic depicting our rotational scan approach. The test set-
up consists of the OCT-probe (a) capable of recording real-time B-Scan
sequences (c) in a rotatable image plane (d). During stepwise rotating
(angle ϕ) the axis of rotation (b) matches the central A-scan in every
OCT-image.
incubation, intact chick egg contents were transferred to hexag-
onal polystyrene weighing boats and checked for correct staging
according to Hamburger and Hamilton (HH).11 Chick embryos
at HH-stage 16 were removed from the egg with vitelline ves-
sels and membranes in an ex ovo culture to a weighing boat with
a bottom of black wax covered with Locke solution. Tempera-
ture stability was provided by a closed loop temperature control
using a heating plate with a sensor below the weighing boat.
The embryo in ex ovo culture was fixed to the wax with needles
without harming the embryo. Egg remnants, chorion membrane,
and pericardium were removed. To reduce desiccation and loss
of temperature, the temperature-controlled workstation was cov-
ered with a lid with a small hole above the heart (7-mm diameter)
for imaging with the OCT system [see Fig. 2(a)].
2.2 Image Acquisition
For the acquisition of 4D data sets, a Thorlabs OCS1300SS
Swept Source OCT system with 1325 nm center wavelength
and a maximum speed of 25 cross-sectional images (B-scans)/s
(512 px width; 512 px depth) was employed. The axial resolution
was 9 μm (in tissue), and the transverse resolution was 25 μm.
The Thorlabs software development kit for the OCT system
offers direct access to the deflection mirrors and enables one to
record B-scans with a frame rate of 21 images/s. We developed
an OCT imaging recording software in C + + , enabling the
rotation of the recording plane around a central common A-scan
[screenshot is shown in Fig. 2(b)]. The number of frames to be
recorded at each angle and the step between two angles can be
chosen in the software. A video sequence of B-scans covering
several heartbeats (50 B-scans) was recorded for every angle.
The central A-scan was continuously recorded and displayed as
M-mode to be visually compared by the user to a reference M-
mode recorded at the beginning of the experiment. We verified
the ability of this approach to detect translational motion as small
as 15 μm by shifting the embryo with a piezoelectric actor in
which a clearly recognizable change in the recorded M-mode
was visible.
2.3 Image Analysis
The recorded B-scan video sequences are used for retrospec-
tive gating. Therefore, three image analysis steps are carried
out, which include estimation of the cardiac cycle period and
normalization, assignment of phases, and calculation and visu-
alization of 3D and 4D datasets.
2.3.1 Estimation of the cardiac cycle period
and normalization
To estimate the cardiac cycle period from the sequentially
recorded series of B-scans per angle, a period estimation
technique derived from string length minimization (SLM) by
Stellingwerf12 and Dworetsky13 was applied. For the presented
example, a total of 50 B-scans in 2.4 s were acquired per an-
gle. With a given heart rate of approximately 135 beats/min,
this leads to a total of around 5.4 recorded heartbeats with 9.3
images/heartbeat. These small numbers of data points will lead
to poor results if fast Fourier transformation or autocorrelation
techniques are used, whereas the SLM algorithm has proven to
Fig. 2 (a) Set-up of the OCT probe with the temperature-controlled workstation. The embryo is kept at approximately 37 ◦C. Desiccation is minimized
by a lid with a small hole through which OCT image acquisition is performed. (b) Screenshot of the program used for OCT image acquisition. The
live M-mode is displayed in the top left corner, with the reference M-mode displayed directly next to it in the top right corner. The controls window
is located in the bottom right corner, and a live video monitor (active during set-up) is displayed in the bottom left corner.
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Fig. 3 Illustration of the cardiac cycle period estimation process. Video
frames from an image sequence are split into pieces with time length T ′.
The similarity of the sequential images is comparable to the distance
measure in SLM, which is used to evaluate the heart rate using an
optimization approach (details given in the text).
deliver satisfactory results with respect to the accuracy of period
determination.10
Figure 3 illustrates the method for heart rate estimation us-
ing the SLM algorithm. The acquired data over time is split
into pieces presumably representing one heartbeat. If the cor-
rect period is found, the spread or string length of the sample
data will feature a minimum. A one-dimensional example of a
periodic signal over time, which is equivalent to a time series
of B-scans, is shown in Fig. 3(a). This signal is split into pieces
with time length T ′ [Fig. 3(b)], and combined in one single pe-
riod using the floor operator  , only the phase information τ n
remains according to τn = tn −
⌊
tn/T ′
⌋
T ′, where tn are the n
timestamps in a video sequence. The closer this candidate period
T ′ resembles the true period T representing one heartbeat, the
shorter is the string length and the smoother the curve gets. This
is shown in Fig. 3(c), where the candidate period is not reflecting
the true period of a heartbeat, and in Fig. 3(d), where the string
length is approaching the global minimum, respectively. SLM
is suitable for nonconstant sampled data, and achievable accu-
racy is not restricted to sampling rate such as in autocorrelation
techniques.
Whereas SLM essentially was used with curves where string
length is clearly defined, in a periodic image sequence, a
correspondence to string length has to be found describing the
similarity of sequential images. One way is to derive a single
parameter from the image such as image moments to get a pe-
riodic one-dimensional signal to allow the use of SLM in the
original way.14 To omit the need for a derived parameter, we
use a similarity measure describing the match of two sequential
frames weighted with the time lag of the frames. In our datasets,
the correlation between two time neighbors was identified to
deliver a more significant minimum in string length compared
to the commonly used sum of squared intensity differences (data
not shown).
The string length of a period T ′ equals the sum of the sim-
ilarity measure over all frames, denominated as D, and given
by
D =
N∑
n=2
√
{1 − R[B(τn), B(τn−1)]}2 + k(τn − τn−1)2.
The image B(τ ) reflects the two-dimensional distribution
gray scale values within a B-scan. R denominates a two-
dimensional correlation coefficient calculated with corr2 func-
tion in MATLAB R©, k is a scaling factor to weight proximity of
time and image similarity. D is evaluated over all N frames of
a video sequence of the same angle that are assembled with
respect to the candidate T ′ in one period.
SLM proceeds in the following steps: First, a candidate length
T ′ ∈ [Tmin, Tmax] is selected. T ′ prescribes the splitting intervals
for the image sequence resulting in new timestamps or phase
information τ n within the interval [0,T ′]. Then, the images are
sorted in ascending order with respect to τ n, and the string
length parameter D(T ′) is evaluated over the N samples. D(T ′)
is calculated for every period length T ′, and the true period
length T is then given by min[D(T ′)].
Figure 3(e) shows the optimization criteria of SLM for heart
rate estimation plotted with respect to angle ϕ, and between Tmin
and Tmax. The minima representing the true number of recorded
frames/heartbeats are clearly visible (dark blue groove).
The minimum for each angle ϕ is evaluated using a brute
force discretization optimization approach. For every angle ϕ,
a slightly varying T is calculated due to small variations of the
heart rate. Therefore, a normalization of T is performed. T is
assumed to be constant during one angle ϕ. For every angle ϕ,
the period T is converted to a common reference length by linear
expansion or reduction of the timestamps.
Output of this part of the analysis is a normalized time-sorted
sequence of B-scans, in which the subsequent sampling intervals
are diverse and strongly related to the ratio of recording speed
and actual heart rate.
2.3.2 Assignment of phases
The stepwise change of the rotation angle ϕ leads to an un-
known phasing in each recorded sequence conditioned by the
time needed to realign the mirrors of the OCT scanner. In con-
trast to common cross correlation techniques where the B-scans
must be interpolated to achieve an evenly spaced sampling rate,
we again use the method of SLM. By use of the SLM algorithm,
we avoid any additional errors caused by interpolation. Whereas
in cardiac cycle period estimation, the similarity of the B-scan
was used as a measure for SLM, hence, the similarity of the
common central A-scan is used to compare a reference and the
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Fig. 4 Illustration of the phase assignment process. The phase is deter-
mined by the SLM optimization approach comparing the sequence of
A-scans shifted by a candidate phase s ′ with a reference A-scan (details
given in the text).
various sequences shifted in time by a candidate phase s ′. The
parameter s ′ that shifts the sequence sufficiently to find the max-
imum similarity to the reference is found by the optimization
algorithm to correct the sequences′ timestamps τ ′n = τn − s ′.
Figure 4(a) depicts a part of the reference central A-scan
that is being compared with a phase-shifted candidate shown in
Fig. 4(b). The analogy to a corresponding string is represented in
Figs. 4(e) and 4(f), respectively. Every A-scan in the reference, as
well as in the candidate sequence, has T samples with individual
timestamps. The assembly of both sequences takes place by
sorting the timestamps in ascending order, thereby the resulting
sequence of A-scans consists of 2N samples covering one cardiac
cycle.
With a poor chosen time shift, the sequences will not fit
well as displayed in Fig. 4(c), and the corresponding analogy
to the string model is shown in Fig. 4(g). Every A-scan from
the reference sequence is followed by an A-scan from the can-
didate sequence. Within the length of 2N samples in each step,
a difference of the consecutive A-scan results. The sum of these
differences is characterized by the given correlation:
D =
2N∑
n=2
√
{1 − R[A(τn), A(τn−1)]}2 + k(τn − τn−1)2.
Here, A(τ ) represents a central A-scan as a line of gray scale val-
ues, either from the reference or candidate sequence, which are
intermixed with respect to s ′. By phase shifting the candidate
by s ′, a global minimum for phase matching can be found,
resulting in a well fitted sequence of A-scans [displayed in
Fig. 4(d); analogy to the string model is shown in Fig. 4(h)].
The main difference in the heart rate estimation process is
that only one vertical line representing the common A-scan
is used instead of the whole B-scan. Therefore, the correla-
tion coefficient R( · ) is nearly mathematically identical to heart
rate evaluation, but instead of calculating the correlation mea-
sure two-dimensionally using horizontal image coordinate u and
vertical image coordinate z terms are summed up only in the z
direction at the image center u = 256. Finding the phase shift
that provides a minimal string length of the common data gives
the best phase fit of the candidate.
2.3.3 Calculation and visualization of 3D
and 4D datasets
As a result of the presented frequency and phase alignment,
a set of 90 video sequences with the same number of frames
(20/video) covering one heartbeat each at different angle po-
sitions is calculated. Pixel coordinates u and z in each frame
of angle ϕ correspond to r, z, and ϕ in cylindrical coordinates.
The radius r is calculated as the distance from the rotation cen-
ter to the coordinate u in the recoded video. To convert the
cylindrical coordinates r, ϕ, and z in a Cartesian representation,
the intensity at the target voxel x, y, and z is calculated using
a linear interpolation scheme. In this way, for every time step
of the cardiac cycle, a volume dataset consisting of 512 hori-
zontal images is calculated and stored in DICOM file format.
The dataset containing the 4D information is visualized using
OsiriX (http://www.osirix-viewer.com/). Adding transparency
by adjusting the color-look up-tables before volume rendering
enables the visualization of different aspects of the beating heart.
All video files were edited in Final Cut Pro (Apple Inc.).
2.3.4 Validation
For validation purposes, we recorded B-scan sequences at four
positions different from any of the recording planes used during
the 4D scan before and after the rotational scan was recorded.
Figure 5(a) shows the recording positions of the additional
Fig. 5 Validation of resulting 4D data set. (a) Of the 4D volume dataset, different B-scan sequences are extracted from positions not cross-
ing the rotation center. These are compared to separately recorded B-scan sequences from before and after the rotational recording process
(positions marked by the red lines; dashed lines indicate that corresponding images are not shown). (b) A still image of the 4D reconstruc-
tion compared to a still image of the sequence recorded at position b after the 4D scan was completed (see also Video 1, QuickTime, 4.89
MB). [URL: http://dx.doi.org/10.1117/1.3622491.1] (c) The respective still images from position c (see also Video 2, QuickTime, 4.95 MB). [URL:
http://dx.doi.org/10.1117/1.3622491.2]
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Fig. 6 Still image of a “flythrough” video through a rotationally ac-
quired 4D OCT dataset of the beating heart of a HH-stage 16
chick embryo (see also Video 3, QuickTime, 15.5 MB). [URL:
http://dx.doi.org/10.1117/1.3622491.3]
B-scan sequences. B-mode series are extracted at equivalent
positions from the resulting reconstructed 4D dataset and subse-
quently compared to the original B-scans. Heart rate and phase
of the original B-scan recordings are adapted by the techniques
described in Secs. 2.3.1 and 2.3.2. The resulting sequences are
compared using a 2D correlation measure averaged over all
frames. Aside from errors during time and phase normalization
of the additional B-scans, the resulting similarity measure re-
flects the accuracy of the reconstructed 4D data set. A mean
correlation coefficient of 83% to 89% of the 8 control scans
indicates that the 4D reconstruction reflects the true spatial-
temporal data very well (average ± standard deviation: 86.7
± 1.95). Figures 5(b) and 5(c) show the comparison of two
B-scan sequences (see also Videos 1 and 2).
3 Results
We visualized an HH-stage 16 embryonic chick heart with a
heart rate of 135/min in 4D by a rotationally acquired OCT
dataset. The result is shown as a “flythrough” video in the multi-
media files (Fig. 6 and Video 3). To achieve a temporal resolution
of approximately 22 ms, we chose to calculate 20 time steps for
a cardiac cycle. For each of the 20 time steps, a 3D data set
was calculated that contains 90 phase assigned images. During
the recording procedure, no translational motion artifacts of the
sample were recognized. A comparison of original B-scans with
calculated B-scans derived from the final 4D data set shows a
reasonable concordance, confirmed by a 2D correlation measure
(Fig. 5).
Due to the rotational scan mode, the spatial resolution de-
creases from the middle to the outer boundary of the recording
area. The spatial voxel size in the Cartesian target volume to be
calculated from a pixel in cylindrical coordinate representation
achieves 6 μm × 6 μm × 6 μm at a distance of 0.34 mm from
the rotation axis, and increases to a voxel size of 15.7 μm × 6
μm × 6 μm at a distance of approximately 0.9 mm from the
rotation axis (boundary of the heart).
4 Discussion
In the recent past, different working groups aimed for 4D OCT
studies of the beating embryonic avian heart.6–8, 10 In all of these
studies, a translational scanning mode was used, meaning that
a time series of 2D images at several positions along the heart
volume was used to produce a time sequence of 3D volumes.
Whenever retrospective gating is used, the phase information of
every image has to be determined by comparison to a perpen-
dicular B-scan6–8 or to overlapping adjacent B-scans.10 Thus,
translational movements of the embryo during recording can
hardly be recognized.
Here, we present an alternative method for the generation
of 4D OCT data of the beating embryonic chick heart by the
rotational acquisition of the images. Because the rotational axis
is identical with the central A-scan in all images, the phase
information of any image can be directly determined.
Additionally, comparison of a reference M-mode from the
central A-scan, recorded before the actual 4D-scan starts, to
the actual M-mode allows visual recognition of translational
movements of the embryo during data acquisition.
During the image analysis process, we use a string length
minimization method for assignment of phases. After the period
determination step, the subsequent sampling intervals of the con-
secutive B-scans are diverse. To apply a cross-correlation tech-
nique for the comparison of two A-scans series, other groups
resampled the data to a fixed step size using a linear10 or a
cubic7 spline interpolation, respectively. Any interpolation dis-
cards parts of the information embedded in the data sets. Thus,
the accuracy of the subsequent analysis is coupled to the step
size of the interpolation. Using the string length minimization
on a combined set of A-scans (as done in Sec. 2.3.2) omits the
need for interpolation.
We are aware that the rotational scan mode results in the
smallest voxel size being at the rotational axis, and that it in-
creases towards the outer border. The achievable voxel size at
the outer part of the embryonic chick heart is in our case 15.7
μm × 6 μm × 6 μm, which still lies within the optical reso-
lution of the OCT system, and compares well to other groups
(9 μm spacing between translational scans;7 12.5 μm spacing
between translational scans).10
5 Outlook
Maintaining physiological conditions for the embryo during
OCT scanning is essential for exact measurements of cardiody-
namics and reproducible results. Previous studies acknowledge
this by using different warming devices but fail to prevent a drop
in heart rate.7, 10 We have studied our HH-stage 16 embryos at
heart rates of around 135/min outside of an incubator by us-
ing a specifically designed temperature-controlled workstation,
which was covered with a lid having a small hole above the
heart. However, this is still not an optimal experimental set-up
for such functional studies. We are aware of this fact and pro-
pose for studies of cardiodynamics to stabilize temperature and
humidity by using an examination incubator, where the OCT
probe is integrated into an incubator. We realized that a decrease
in heart rate is changing the proportions of the different phases
during the cardiac cycle (data not shown). This might lead to
errors during normalization of the heart rate during data anal-
ysis. By use of an examination incubator, those errors will be
minimized.
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